SCIENTIFIC AIR SOLUTIONS

MB-2 Air Sampler — Instructions

All operations are carried out by use of the five buttons on the front of the unit.

On/Off

After pressing once to turn the unit on, the display shows the distributor name. The first
Menu item “Take sample” is displayed. By pressing the Menu button the five Main Menu
Options appear sequentially.

Main Menu Options, press the MB-2 On/Off button once to turn the unit On:

Press the Menu button once; “Take Sample?” appears

Press the Menu button twice; “Time Delay?” appears

Press the Menu button three times; “Preset volume?” appears.

Press the Menu button four times; “Charge battery?” appears.

Press the Menu button five times; “Battery Test” appears, “E<00000000000C0>F”
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Control Buttons
The “Start”, “+” and “-“ buttons are used to operate the MB-2 within each Menu option.
1. “Start” use this button to:
a. “Start” all menu options.
b. “Start” the fan running once the chosen volume (or preset volume) of air is
shown on the display.
c. “Start” the battery charging.
d. Stop the alarm from sounding once the fan has stopped.
2. “4+” yse this button to: increase the value of the Volume, Preset Volume or Time
Delay.
3. “.” use this button to: decrease the value of the Volume, Preset Volume or Time
Delay.

Menu
Press Menu and “Take Sample?” will appear on the screen.
1. Press Start to show a preset volume of (25 to 1000 liters) on the screen.
2. Press Menu if you want to use a volume other than the preset, press the “+” button,
each press of the “+” increases the set point in 25 liter increments.
3. Once you have the set point of your choice, press Menu.
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Press Menu again and “Time Delay?” will appear on the screen.

1. A 15 second delay is recommended to allow the placement of the unit and enough time
for the technician to move from the sampling area. Also, the user may wish to take
samples remotely. Select from 15 seconds to 5 minutes before the MB-2 will start
sampling.

2. To invoke the delay, press Start, “Delay 0” appears.

3. Press the “+” for 15 second increments, use the “- button if you pass your intended
value.

4. Once you’ve arrived at the “Time Delay” of your choice press the Start button.

Press Menu again and “Preset Volume?” will appear on the screen.

1. For almost all sampling the volume of air sampled should be the same. This menu
item the user can set a Preset Volume which remains as a stored value even when the
unit is turned off.

2. To invoke the Preset volume, press Start, “Preset: 50” appears

3. Press the “+” for 25 liter increments, use the “-“ button if you pass your intended
value.

4. Once you’ve arrived at the “Preset Volume” of your choice press the Start button.

Press Menu again and “Charge battery?” will appear on the screen.

1. To invoke the Charge battery?, press Start, the display will show the number of
minutes the charger has to go to complete the needed charging time (14 hours).

2. When charging is complete an internal switch will turn off the power to the batteries to
prevent overcharging, and the display will indicate charging complete.

Press Menu again and “Battery test? E<T1OOOCOOCOCOOCO>F” will appear on the
screen.

1. To invoke the Battery test?, press Start, the display will show the current battery level
in a bar graph.

2. The unit should be recharged when the battery level is 25% or less, e.g., Battery test
E<ERRCOO0000000>F

3. Batteries, the batteries are held in a small compartment in the back of the unit. The
MB-2 comes supplied with four AA NiMH high capacity batteries. The user can
replace these batteries at any time, with either similar NIMH or NiCd batteries.

4. Non-rechargeable Alkaline batteries can be used, however, DO NOT ATTEMPT TO
RECHARGE ALKALINE BATTERIES, using the MB-2 charger.
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