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Request for Quote  

 Surgical Lighthead with Camera Ready System for
Cañada College 
Department of General Services

3401 CSM Drive

San Mateo, California 94402

Telephone (650) 574-6508   FAX (650) 574-6574

Email districtbids@smccd.net
RFQ  # 86581
The San Mateo County Community College District (SMCCCD) is soliciting proposals from vendors to provide a Surgical Lighthead with Camera Ready System for the Canada College Anatomy Lab.
The District reserves the right to consider all response on a line item basis, or “ALL OR NONE”, whichever would be in the best interest of the District.

Vendors shall use the RFQ form when submitting their prices. Quotations shall be type written or printed in ink. The District is not responsible for errors or omissions on the part of the vendors in preparing their quotations. 

Submission of Proposal

Vendors should submit three (3) copies of the proposal, in a sealed envelope to the Department of General Services San Mateo Community College District located at 3401 CSM Drive, San Mateo, CA, 94402 by 2:00 pm on Thursday May 15, 2008. Please indicate RFQ86581 Enclosed on the lower left corner of the envelope. 

Digital copies should be sent to districtbids@smccd.net after 2:00 pm on Thursday May 15, 2008
SMCCCD Contacts





General Services                             Canada College                              Swinerton
            
3401 CSM Dr.                                  4200 Farm Hill Blvd.                     4200 Farm Hill Blvd.
San Mateo, CA. 94402                    Redwood City, CA. 94061              Redwood City, CA. 94061

(650) 358-6728                               650-306-3284                                650-306-3169



Contact: Bob Domenici Sr. Buyer   Contact: Doug Hirzel Professor     Peter Hempel Project Manager
domenicib@smccd.edu                  hirzel@smccd.edu                         hempel@smccd.edu
I. Background Information

Approximately 40,000 people throughout San Mateo County attend one of the three Colleges of the San Mateo County Community College District: Cañada College in Redwood City, College of San Mateo, and Skyline College in San Bruno.  Although the boundaries of the San Mateo County Community College District are the same as those of the County, the District Board of Trustees is independent of County government.  The five-member Board of Trustees is elected at large by County voters every four years, and governs one of the largest two-year college systems in California.

Cañada College opened in 1968 and primarily serves the southern portion of San Mateo County including Redwood City, East Palo Alto, Menlo Park, San Carlos, Atherton, Portola Valley, La Honda, Woodside, Half Moon Bay and Pescadro. It is one of the smallest community colleges in the Bay Area, serving approximately 6,000 students per semester. This enables the college to meet its mission of ensuring that students from diverse backgrounds achieve their educational goals by providing quality instruction in transfer and general education classes, professional/technical programs, and basic skills. In 2001, Cañada College opened its University Center where students can earn bachelor’s degrees in nursing, child and adolescent development, business administration, and liberal studies. The University Center also offers teaching credentials for elementary and secondary schools and an accelerated master’s degree in business administration.

II. Profile of Cañada College 
The purpose of this document is to provide interested vendors with information to enable them to prepare and submit a proposal for a Surgical Lighthead with Camera Ready System.

III. Dates and Timeframes (The District reserves the right to change or alter the times and activities):

	Issuance of RFQ 
	April 24, 2008

	Deadline for vendors’ submission of proposals
	May 15, 2008 by 2:00 pm

	Issuance of Award to the selected qualified vendor
	May 20,  2008 

	Required Delivery Date of Product to the District
	July 11, 2008


Signed copy of quote to be mailed or delivered to:  SMCCCD, Attn: Bob Domenici








  Department of General Services








  3401 CSM Drive








  San Mateo, CA. 94402








  Attn:  RFQ 86581
Project Requirements
Project Description: The Anatomy Lab is currently under construction on the campus of Canada College located in Redwood City CA.
Site Familiarity: Due to the status of construction the site would not be available for proposing vendors to tour at this time. However if vendors are interested in obtaining structural drawings they may contact the Nicole Kucera 435-994-9014 nicole.kucera@nollandtam.com.
Construction Rough-Ins: Vendors responding to the RFQ should be aware that this project has some construction conditions that will require manufacturers to modify and or customize their products to avoid changes to the building. SMCCCD will not entertain products that would require alterations for the contractor to accommodate the Vendor’s product.
Key conditions include

· Building specific ceiling structural supports designed to fit this specific product.  Mounting holes of Fixture must meet the “Standard Mounting Structure Guideline” attached, which requires the fixture to mount to the ceiling using four (4) each ¾” all thread rods passing through the Fixture connector plate, with bolt holes in a square pattern and spaced 9.5” on center from each other.
· Building soffit ceiling heights and widths to match this specific product.  The Fixture must fully function when installed in a drywall ceiling that is 8’-6” above the floor, and must be able to swing clearly over a dissection table 49” in height.
· Installing electrical power and data to meet the needs of this product.  The Fixture must be able to function properly when connected to a 120volt, 20 amp electrical circuit with double-pull fuse protection.
· Installing surrounding ductwork, lights and piping above ceiling to work around and fit this product.  The radius dimension of the upper support arm of the Fixture should not be greater than 40 inches, to ensure clearance with adjacent ceiling mounted items.
· Vendors should not make any assumptions that SMCCCD would be able to make modifications to the design of the building.

Proposal Drawings

The project is a room renovation currently under construction that requires prompt evaluation and selection of the equipment offered in the proposal. The submission of drawings and literature to be used in the evaluation of the offer must be made by the closings date and time to be considered. The following are required submittals as part of the vendor’s proposal.

· Sales brochures illustrating the equipment and its features

· Technical data sheets.
· Detailed installation instructions and operation manual.

· Drawings that refer to appropriate electrical power and conduit and signal conduit required, mounting structure guideline and specific seismic calculations for Zone 4 Seismic Zone is required. Refer to the attached drawing Appendix A provided as for reference.
General
Summary

· This specification includes the furnishing, delivering of 1 (one) each of a Skytron Model ST23TV Lighthead with portable Sony TV-II Handle Camera or equivalent.
· Vendor to provide representative on site to supervise the complete installation of the equipment and document the start of the warranty period.
Products
· Comparable products of other established manufacturers of similar equipment, that are essentially in compliance with the functional and design characteristics, will be considered for the product.

· Prior to shipping, each product shall be factory examined and tested for compliance with the manufacturer’s printed specifications.

Specifications
A. Skytron Stellar Series Model ST23TV or equivalent Surgical Lighting System with Camera Ready System.
The surgical lighting provides focusable lighting optics within extremely durable, light weight polymer lightheads, creating the perfect balance between performance, maneuverability and durability. Advanced VSRD Optics (vertical segmented reflector design) provide precision focus control and shadow free illumination, while retaining 90% of maximum intensity over a greater range of working distances.
Technical Data

· Electrical 120V, 60 Hz, 1 phase

· Power Consumption: 250 watts (850 BTU/hr)

· Amperage: Approximately 2.5 amps, fuse protected

· Intensity: 130,000 lux, (12000 fc)

· Color temperature: 4,000K

· Beam Temperature: Less than 25,000 microwatts per cm2 as recommended by the I.E.S. handbook

· Current Leakage: Less than 30 microamps

· Bulb Type: Halogen 24V/50W and operate between 18.5 and 20.5 volts
· Fixture Weight: 119 lbs.

· Moment Load: 406 ft. lbs.

Architectural
· Radial arm mounted 23” diameter lighthead equipped with a sterilized focus adjustment and positioning handle as well as non-sterile positioning handles and a slide focus knob
· Radial arm 360 degree range of movement (pitch, roll, rotation), single yoke balance mechanism
· System is to be designed with 5 bulbs in the 23” diameter lighthead to eliminate the need to change bulbs during surgery.
· Wall control provides intensity adjustment and On/Off control

· System design is to provide cool, color corrected light that is diffused evenly over the surgical site.

Accessories

· Wall mounted intensity control provides continuous intensity adjustment and can be set for high or low line voltage to assure maximum performance.
· Touchscreen activated control system

Specifications
B. Sony TVII Handle Camera Model ST23TV or equivalent with Camera Control center for Steller series Camera Ready Lightheads
The Sony TVII Handle Camera System or equivalent consists of a lighthead handle mounted, super compact color CCD camera with a 40X zoom, high speed auto focus lens. A ¼” IT CCD with Super HAD technology is uses and provides more than 470 lines of resolution. The Camera Control Unit is a compact, lightweight unit that is easily moved inside the OR. The Camera and CCU can also be moved from one room to room for use with existing Steller Handle Camera fixtures or equivalent. Controls are provided for Camera Rotation, Iris Adjustment, Zoom and Focus. Composite and SVHS outputs.
· Image Sensor: ¼” IT Super HAD with Digital Signal Processor (DSP)

· Video Signal Output: Composite and SVHS

· Picture Elements: 768 (H) x 494 (V)

· Resolution: 470 TV lines

· Lens: 10X Zoom f=4.2 to 42 mm (F1.8 to F2.9)

· Zoom Ratio: 10X to 40X (10 Optical, 4X Digital)

· Angle of View: (H) approx. 46” (wide end) to 5.0 degrees (tele end)

· Min. Object Distance: 10mm (wide end) : 100mm (tele end)

· Iris: Automatic/Manual

· Min. Sensitivity: 2.0 Lux

· S/N Ratio: 50db+
· White Balance: Auto

· Electronic Shutter: 1/1 to 1/10,000 sec. 22 steps

· Gain: Auto/Manual (-3 to 28dB, 2 dB steps)

· AE Control: Auto, Manual, Priority, mode, Bright, EV compensation, back light compensation

Provide Pricing for These Optional Items
· Unpack and assemble the equipment  and bolt equipment to structural support which is provided by others
         •       Spare parts normally required for servicing the equipment
         •       Service contract for years 1 through 5

· Extended warranty for years 2, 3 4, and 5

Submittals
· The total unit price for each item identified by the specific model number on company letterhead
· Pricing for spare parts
· Service contract for years 2, 3 4 and 5
· Extended warrant for years 2, 3, 4 and 5
· Sales brochures illustrating the equipment and its features

· Technical data sheets

· Drawings that refer to appropriate mounting structure guideline and specific seismic calculations if applicable
· Company and Signatory Page Appendix B
· References Appendix C
References  

The Vendor shall include with its Bid Proposal response a minimum of three (3) customer references   from community colleges or comparable institutions for which it has provided a Surgical Lighthead with Camera Ready System in the past year.  The references shall include the following minimum information: customer name, contact name, complete address, fax, email address and telephone number, and dates of business (see Appendix C)
Training
Provide onsite training to department staff on the proper operation of the equipment
Installation
Vendor will not perform the installation as SMCCCD is utilizing their own contractor
Warranty
12 month warranty
Shipping

Total price must include all shipping and handling charges; FOB Canada College 4200 Farm Hill Blvd. Redwood City CA. 94061. The equipment must be unloaded with a lift gate or other equipment onto the ground.  A loading dock will not be available.  Vendor to provide folk-lift or other equipment as required for offloading.
Appendix A
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Appendix B
Company & Signatory Page


Company Name: ________________________________________________________________


Business Address: _______________________________________________________________

Telephone: ________________________________
Fax: _______________________________


Email: _________________________________________________________________________


Hours of operation:
Weekdays: _______________________________________________





Weekend: ________________________________________________


Type of Firm: 
Corporation: _____
Proprietorship: _____




Partnership: ______
Joint Venture: ______


Other (please describe): ____________________________________________

Business License Number: _________________________________________________________

Number of years in business under firm name: ________________________________________

Full names of firm’s owners (> 10% ownership), officers and managing employees:

Has the firm changed its name within the past 3 years?
YES   FORMCHECKBOX 


NO   FORMCHECKBOX 

If yes, provide former

name(s): _______________________________________________________________________

(Copy Section V. and Appendices A&B and complete for each former firm name; attach to the current firm’s Proposal Questionnaire.)

Have there been any recent (within the last three years) changes in control/ownership of the firm? 

YES   FORMCHECKBOX 


NO   FORMCHECKBOX 

If yes, explain.

Have officers or principals of the firm ever had their business license suspended or revoked for any reason? 

YES   FORMCHECKBOX 


NO   FORMCHECKBOX 

If yes, please explain.


 Vendor Representative: _________________________________________________________


Authorized Signature: ___________________________________________________________


Print name: ___________________________________________________________________ 


Date: __________________________ 


Phone: ___________________________________
    Email: ___________________________
Appendix C
Reference Chart

	REFERENCES:

 Please provide a minimum listing of three (3) customers (use Colleges if available) who have used your services in the past year.  In this listing, please provide the following information: 

	REFERENCE #1

	a.   Name of the Customer (College) # 1:

	b.   Web Address.

	c.   Contact name with phone, address, fax, and email.



	d.   Dates of business.



	REFERENCE #2

	a.    Name of the Customer (College) # 2:

	b.    Web Address.

	c.    Contact name with phone, address, fax, and email.



	d.    Dates of business.



	REFERENCE #3

	a.    Name of the Customer (College) # 3:

	b.    Web Address.

	c.    Contact name with phone, address, fax, and email.



	d.    Dates of business.
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